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23 Wir bestätigen Ihnen, dass Sie am Ringversuch für DNA-Isolierung teilgenommen haben.

Sie haben die Anforderungen des Ringversuches für folgende Untersuchungen erfüllt:

FV-Leiden (ARG506GLN) Faktor II 20210 MTHFR
HFE

Dieses Zertifikat ist gemäss aktueller Version der RiliBÄK gültig bis einschließlich Oktober 2023.
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Ergebnisbogen DI2/22 -Oktober 2022-
DNA-Isolierung

Teilnehmer-Nr. 0000074

n Resultatbox/Anzahl der Ergebnisse richtiges Ergebnis Ihr richtiges Ergebnis Ihr falsches Ergebnis

1 FV-Leiden (ARG506GLN)

Allele:
R:R506
Q:Q506

Probe/Sample:

01

02

R/R R/Q Q/Q

1 78
77 1 1

2 FV-H1299R (HIS1299ARG)

Allele:
H:H1299
R:R1299

Probe/Sample:

01

02

H/H H/R R/R

11
11

3 FV-Cambridge (ARG306THR)

Allele:
R:R306
T:T306

Probe/Sample:

01

02

R/R R/T T/T

9
9

4 FV-Hong-Kong (ARG306GLY)

Allele:
R:R306
G:G306

Probe/Sample:

01

02

R/R R/G G/G

8
8

5 Faktor II 20210

Allele:
G:G20210
A:A20210

Probe/Sample:

01

02

G/G G/A A/A

75
75 2

6 MTHFR

Allele:
C:C677
T:T677
A':A1298
C':C1298

Probe/Sample:

01

02

C/C C/T T/T A'/A' A'/C' C'/C'

50 1 2 23
49 2 1 24

7 HFE

Allele:
H: H63
D: D63
C: C282
Y: Y282
S: S65
C': C65

Probe/Sample:

01

02

H/H H/D D/D C/C C/Y Y/Y S/S S/C' C'/C'

39 1 41 1 22
39 1 1 41 22





DNA Isolation 2/22- Evaluation on methodologies

DI2/22
Part.-No.

0000074

- Your results are marked with a grey or green dot -

Used methods:
automated: 57
manually: 28
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Sample B
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amount of DNA 
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amount of DNA 
added in PCR - 
Sample B
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Concentration of isolated DNA in ng/µl

Sample A

Sample B
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